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T E S T  R E P O R T  

No. С2697/01/25 dated 28 October 2025 

RADIOLOGICAL INDICATORS 

1. CUSTOMER IE Bochkor Yuriy Yuriyovych 

2. Test objects dried mushroom Red fly agaric (Amanita muscaria) 

3. 3. Harvest October 2025 

4. Place of sampling Zakarpattia region, Rakhiv district, village Vydrychka, Shorbana st. 16 

5. Sampling was carried out sample selected and delivered to the laboratory by the customer 

6. Date of samples receiving 27.10.2025 

7. Date of testing 27.10.2025 

8. The purpose of the tests in conformance with GN 6.6.1.1-130-2006 "Permissible levels of radionuclides 137Cs 

and 90Sr in food and drinking water" 

9. The equipment that was used during the tests is listed in the Table 1: 

Table 1 

No.  Measuring instruments and equipment Calibration information 

1 
Gamma radiation energy spectrometer 

SEG-001 "AKP-S"-63, ser. No. 59922 

Calibration certificate registration number UA01 No. 943, date of issue 07.04.2025, 

NATIONAL SCIENTIFIC CENTER "INSTITUTE OF METROLOGY", 42, 

Myronosytska St., Kharkiv, Ukraine 

2 
Beta radiation energy spectrometer SEB-

01-150, ser. No. 60022 

Calibration certificate registration number UA01 No. 944, date of issue 07.04.2025, 

NATIONAL SCIENTIFIC CENTER "INSTITUTE OF METROLOGY", 42, 

Myronosytska St., Kharkiv, Ukraine 

10. The test results are shown in the Table 2 

Table 2. 

Indicator 
Measurement 

units 

Max 

allowed 

Actual 

values 

Extended 

uncertainty  

(k =2, P = 0.95) 

Method 

Specific activity of caesium-137 Bq/kg 2500 max 6.71 ± 2.68 
MVV 07-

119:2011 

Specific activity of strontium-90 Bq/kg 250 max 5.01 ± 2.00 MI 12-05-99 

Product conformity criteria for radiation safety 

(В+0,6ΔB) 
 1.0 0.033  

DSTU EN 

872:2013 
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